[Robotized microscopy introduces the test quality standard for blood smears].
The authors consider recommendations on blood smear microscopic tests, possibilities of implementing these recommendations when manual microscopy and automatic microscopy complexes (AMC) are used. Whether one may switch over from the recommendations to the quality standard implemented in practice when AMCs are applied is discussed. Conditions for effectively using AMC models with different functions, performance, and cost are considered.